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FOREWORD 


This report was prepared by General Dynamics Convair Division under Contract 
NAS3-17756, "Thermal Performance of a Customized Multilayer Insulation." The 
work was administered under the technical direction of Mr. J. R. Barber, Fluid 
System Section of Chemical Energy Division of the Space Technology and Material 
Directorate and Mr. W. R. Jolinson, Thermal Technology Section, Propulsion 
Technology Branch, Chemical Propulsion Division, NASA/ Lewis Research Center. 
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. SUMMARY 





Task n of the program ’'The Performance of a Customized Multilayer Insulation 
(MLI)” consisted of the design, fabrication and assembly of the test facility hardware. 
A schematic of the major, assembled system components including the thermal 
payload simulator and the modified cryoshroud is showm in Figure S-1. A tank back 
pressure control device designed to maintain a constant licjuid boiling point during 
the thermal evaluation of the multilayer insulation (Task V) is also a major component 
of the test system. Auxiliary hardware to operate the test apparatus was designed 
and fabricated. 



THERJMAL PAYLOAD SIMULATOR (TPS) 


The thermal payload simulator was designed and fabricated to provide a constant 
temperature surface in the range of 20. 5 to 417K (37 to 750R) for the insulated tank 
to view. It consists of a 1.83m (72 in) diameter 0.953 cm (0.375 in) thick, Mghly 
polished aluminum disc. An emissivity of 0. 03 was measured utilizing the Lion 
emissomeUr Model 25 B-7. The thermal payload simulator is cooled by liquid 
hydrogen flowing through circumferential, aluminum coils. The TPS heaters were 
designed for an operating range of 0.01 to 55 watts. Due to the radially nonuniform 
heat load on the TPS, individual heaters were mounted in the inner, mid and outer 
zone. 



CRYOSHROUD ASSEMBLY MODIFICATION 

The objective of the modification of the NASA/LeRC furnished cryoshroud, 2. 44 m 
(8.0 ft) in dianjeter, was to establish a low temperature black body cavity while 
limiting liquid hydrogen usage to a minimum feasible rate. The modification of the 
ciT'oshroud was performed in six subtasks: 

1. Cryoshroud shell modification 

2. Cryoshroud thermal analysis 

3. Cryoshroud baffle design and fabrication 

4. Thermal payload simulator and baffle positioning mechanism design and 
fabrication 

5. Guard tank design and fabrication 

6. Assembly of the cryoshroud components 

The cryoshroud shell modification consisted of reworking the top cover to accommodate 
the guard tank, removal of the existing baffles and preparing the bottom cover for the 
baffle positioning mechanism. An analysis was performed to determine the number 
and location of the liquid hydrogen cooled baffles requircv. to intercept the thermal 
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radiation within the cryoshroud. The analysis revealed that three baffles are required, 
one fixed baffle located at the test tank equator, one baffle in the same plane as the 
thermal payload simulator and one baffle between the thermal payload simulator and 
fixed baffle. The baffle structure is a sandwich consisting of a flat plate 
with cooling coils welded to its upper surface as the main structural element and 
honeycomb bonded to one or both of the surfaces. The lower two baffles and the 
thermal payload simulator are designed to move together. The bottom baffle remains 
in the same plane with the payload simulator as it is positioned by the jack screw 
mechanism. 

All lines going to the test tank pass through the 60. 96 cm (24 in) diameter liquid 
hydrogen guard tank as shown in Figure S-1 in order to prevent entry of extraneous 
heat to the test tank. All instrumentation lines into the test tank are passed through 
the vent line. 

The assembly sequence of the modified cryoshroud was as follows: 



1. Attacliment of the guard tank to the shroud top. 

2. Mating of the test tank to the guard tank/ shroud top assembly. 

3. Mating of the baffle assembly to the shroud-side. 

4. Installation of the multilayer insulation on the guard and test tank assembly. 

5. Instriunentation of tank/baffle/shroud and thermal payload simulator. 

6. Mating of thermal payload simulator to the baffle/shroud assembly. 

7. Installation of the insulation on the bottom of the TPS. 

8. Mating of shroud bottom to TPS/baffle assembly/shroud assembly. 

9. Joining of test tank to the shroud assembly. 

10. Installation of the test assembly into the vacuum chamberi 

11. Installation of the baffle positioning jack screws. 

12. Installation of the MLI on the outside of the cryoshroud assembly. 
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Before installing the test tank all interior surfaces including cryoshroud, baffles, and 
attachment hardware viewing the test package were painted with 3M ’’Nextel” Black 
Velvet paint to achieve the highest emissivity possible. Single and double Conoseals 
w'ere used fc:^ tubing joints, where v/elding was not possible. Single Conoseals were 
utilized for stainless steel joints while double Conoseals were applied for bi-metal 
joints. 

PRESSURE CONTROL SYSTEMS 

Back pressure control devices are used for both the test tank and the guard tank to 
maintain a constant liquid boiling point. The back pressure of the test tank is 
controlled within ±1. 38 N/m2 (±o. 0002 psia) of the set point. The MKS Baratron 
Differential Capacitance Manometer senses very small pressure variations relative 
to the absolute pressure of a fixed volume of gas maintained at a constant temperature. 
The output of this instrument is fed to a controller which activates one of two valves 
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in the vent line to control the tank pressure within the desired tolerance. The NBS 
Barostat is used to control the pressure of the guard tank at ±13. 8 N/m^ (±0. 002 psi). 

AUXILIARY HARDWARE 

Design and fabrication of auxiliary hardware was required to support the test operation. 
These systems include LH2 fill and drain and vent lines for the test tank and guard 
tank, the LII2 supply and recovery system for the cryoshroud, baffles and payload 
simulator. Welding and silver brazing was used as the principal means of joining 
fluid system components inside the chamber in addition to the Conoseals. All 
components were individually lea.k checked. After assembly and installation of the 
test tank into the vacuum chamber a complete section by section leak check was 
performed and repairs made as necessary. A 1500 gallon tank is used to supply liquid 
hydrogen to all systems. The supply tank is supplied from the 13,000 gallon site 
storage tank and the 1,000 gallon recovery tank. 

An electric heater installed in the test tank is used to supply a known heat input 
to the test tank during the null test (Task V of contract). 


INTRODUCTION 


This program report covers the work performed under task II of NASA contract 
NAS3-17756, "Thermal Performance of a Customized Multilayer Insulation (MLI). 

Thfj major objective of the total prograva is to build up a test facility and 
to design, fabricate, and experimentally evaluate the thermal performance 
of a serected, customized MLI system. NASA/LeRC provided the basic design of 
the MLI configuration to be tested, the test tank to be Insulated, and the cryoshroud 
for simulating a deep space environment. The test tank was modified in Task I 
(Reference 3-2) to establish the required smooth spherical contour over most of the 
tanl^: surface area. Task II is the design and fabrication of the Test Facility Hardware. 
JMultilayer insulation systems for the thermal payload simulator and test tank were 
designed and fabricated during task HI and IV, (Ref. 4-2). Task V is the experimental 
evaluation of the multilayer insulation system. 
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THERMAL PAYLOAD SIMULATOR 


The purpose of the thermal payload Blimlator (TPS) is to provide a constant tempera- 
ture surface for the insulated 1. 52 m(60 In) tank to view (Figure S-1), The TPS 
configuration consists of a 1,83 m (72 in) dia. aluminum plate supported by the 
cryoshroud assembly, A schematic of the payload simulator is shown in Figure 2-1. 

2.1 THERMAL REQUIREMENTS 

The following provisions were incorporated in the design of tlxe TPS to meet the 
thermal conditions during the Null test, the thermal testing of the tank installed 
system and thermal testing of the customized MLI configuration: 

1, Provisions for establishing and maintaining any uniform steady-state 
temperature in the range of 20.5 to 417K (37 to 750R) over tho surface 
of the payload simulator. 

2, Provisions for varying the tank-payload simulator spacing to any value 
between 15.24 cm (6 in) and 45.72 cm (18 in). 

3. Surface viewing the tank must be flat and free of penetrations. 

4. Total hemispherical emittance less than C. 04. 

The temperature, < 27. 8K (50R) required during the test operation is achieved by 
circulating LH 2 through cooling coils welded to tlie bottom surface of the aluminum 
plate. Since the TPS is completely surrounded by a LH 2 cold wall, two coils (Figure 
2-1) will reduce the plate temperature below the required 27. 8K (50R) in less than an 
hour. During the thermal tests electric heaters are used to produce the required 
surface temperatures. The highest test temperature required is 389K (700R), however, 
the maximum heat load of ^proxlmately 58. 6W (200 Btu per hour) will be at 289K 
(520R) during the tank thermal test without the insulation on the plate. Assuming a 
103. 8 W/mK (60 BtuAr-ft R ) thermal conductivity for the aluminum plate, a heater 
element spacing of 15.2 cm (6 in) produces a temperature variation less than 0. 055K 
(0, IR) at the maximum heat i.>ad. There should be no circunaferential variation in the 
normal thermal flux. However, there will be a radial variation due to the shape of 
the tank bottom and edge loading by the cryoshroud and baffles. This is corrected 
by dividing the heater into suitable anmlar sections, which are independently controlled 
as shown in Figure 2-1. 
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Figure 2-1. Thermal Payload Simulator Schematic 

The inner edge ol the lower baffle next to the simulator is shielded by throe layers of 
aluminized Mylar to reduce the thermal load on the outer heater band. Further 
thcnnal protection for the simulator Is provided by a 10-layer aluminized Mylar 
insulation blanket placed between the simulator and the bottom of the shroud. 


The simulator is positioned along with the lower baffle by moving the TPS adjustment 
mechanism (Figure S-1). This baffle Is moved by three jackscrews which are 
controlled from outside the chamber. A linear displacement transducer is used to 
determine tlie platform position. Positioning accuracy is ±0.25 cm (0. 1 in). 

2.2 TPS Design and Fabrication 

The TPS design configuration is presented in Figure 2-2. The base plate consists of 
a disk 0.953 cm (0.375 in) thick and 1.83 m (72 in) in diameter. It was fabricated from 
a highly polished 6061-T-6 Alclad aluminum material. There are no penetrations 
on the surface facing the tank. An emlssivity of 0.03 was measured by a Lion 
emissometer JSIodel 25B-7. During installation of the cooling coils and electrical 
heaters the polished surface was protected with a strlppable plastic film, called 
Spraylab, which could be easily removed after installation of all components. 

2.2. 1 COOLING COILS. The cooling coils were designed and fabricated utilizing 
1.90 cm (0.75 in) O.D. x 0. 152 cm (0.060 In) thick, 6061-T6 aluminum tubing. The 
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cli-cumferentlal colls were welded In place as shown in Figure 2-2. Welds, 2.54 cm 
(1.0 in) long, spaced at 2. 54 cm (1.0 In) were applied on alternate sides of the tubing 
to ensure good heat conduction between the LH 2 tubing and the TPS plate. Radial 
feed lines were not fastened to the plate to minimize thermal nonunlformlty circumferen- 
tially. The tubliig loop was leak checked with gaseous helium and a helium mass spec- 
trometer. It was necessary to replace a welded portion of the LHg tubing, after a 
leakage problem could not be resolved. The replacement section was re-checked and 
found to be free of any leakage. 

2. 2. 2 ELECTRICAL HEATERS. The heat load on the plate at equilibrium tempera- 
ture was expected to range from 0.01 to 55 watts. To Improve the reliability each 
of the heater rings consists of one high power and one low power heater. Each heater 
was equipped with two parallel elements. 

Du.e to the radially nonuniform heat load on the TPS, the heaters were divided into 
three annular zones: 1) an inner zone consisting of three inner rings connected in 
series; 2) a mid zone consisting of two rings connected in series, and 3) an outer zone 
consisting of the outer ring. For versatility, each heater element lead wire was 
extended Individually to the outside of the chamber to facilitate regrouping if necessary. 
The heater design connections are shown in Fieure 2-2 and 2-3 . 
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Figure 2-3. Sketch of Electrical Heater Connections 
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The material selection to construct the electrical heaters was based primarily on the 
required temperature limits of 20. 5K (37R) and 417K (750R) with second consideration 
being thermal conductivity. The heater was constructed utQizlng 0.0254 cm (0.010 in) 
invar and 0.058 cm (0.020 in) thick stainless steel wires. The Teflon film between the 
TPS and heater wires was required for electrical insulation. The Teflon film behind the 
heater wire reduces the area loading on the silicone rubber foam while limiting the 
force on the wire to prevent Its cutting through the Insulating Teflon. The silicone 
foam is a resiliant filler to provide good mechanical cdhtact between the heater and 
the TPS and some thermal insulation between the hq^r and the aluminum back-up 
strip. RTV 560 potting compound is used primarily for thermal conductivity and also 
as a mechanical bond. A photo of the completed thermal payload simulator in its 
protective holding fixture is shown in Figure 2-4. 
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CRYOSHROUD ASSEMBLY MODIFICATION 


The modification of the cryoshroud was initiated by evaluating the design of the 
cryoshroud assembly which was furnished by the NASA LeRC to simulate the environ- 
ment of deep space. The cryoshroud was required to be cooled by liquid hydrogen 
and to have a high surface emittance on those surfaces viewing the test 
tank. The objective of the modification was to establish as near a low temperature 
black body cavity as feasible, and minimize cryoshroud hydrogen usage. 

The cryoshroud assembly modification effort was subdivided into five tasks: 

1. Cryoshroud modification 

2. Crj'^oshroud baffle thermal analysis 

3. Cryoshroud baffle design and fabrication 

4. Guard tank design and fabrication 

5. Thermal payload simulator and baffle positioning mechanism design and 
fabrication 

6. Assembly of the cryoshroud components 
3. 1 CRYOSHROUD MODIFICATION 

The cryoshroud is a 2.44 m (8 ft) diameter by 2.44 m (8 ft) high cylindmlcal shell 
with top an(’ bottom covers. Cooling coils are welded to all surfaces. A schematic 
of the cryoshroud is shown in Figure S-1. The material used in the construction of the 
cryoshroud is principally 60G1 aluminum alloy. The basic method of construction is 
.a framework of 7. 62 x 7. 62 x 0. 63 cm (3 x 3 x 0. 25 in) angle and 7. 62 x 0. 63 cm 
(3 X 0. 25 in) bar stock material with 0. 32 cm (1/8 in) sheet covering. The top cover 
has a heavy 5. 08 cm (2 in) thick mounting ring attached by a 63. 5 cm (25 in) diameter 
25.4 cm (10 in) high sleeve. The ring is braced by four radial struts. The cylindrical 
shell has eight baffle guides which also provide support for the sidewall structure. 

The cryoshroud is mounted in the vacuum chamber on pads under the bottom cover 
rather th;m supported from the mounting ring in the top. Thus the radial strut load 
is compression rather than tension. Aluminum angles 7. 62 x 7. 62 x 0. 63 cm (3x3 
X 0. 25 in) are attached to each side of each radial strut (Figure 3-1). ITie top cover 
(NASA Drawing CR 62191) was also modified by the addition of a 7.62 (3 in) hole for 
the baffle vent line to exit the cryoshroud. 

The bottom cover (NASA Drawing CF 621922) was modified by the addition of holes 
for cooling tubes :ind for the payload simulator lifting jack screws. The new bottom 

























cover drawing is presented in Figure 3-2. The only modification to the cylindrical 
sidewalls was the removal of the existing baffles and replacement of the joints between 
the upper and lower cooling tubes, Figure 3-3, ’’Double-Seal” Conoseal fittings were 
attached to the cryoshroud cooling tube fill and vent lines. 

The entire inner surface of the cryoshroud was repainted with low outgassing 3M 
Nextel Velvet (3M 401-C10) to achieve as high an emissivity as possible. 

3.2 CRYOSHROUD BAFFLE THERMAL ANALYSIS 


The major objective of the cryoshroud thermal analysis was to determine the number 
and location of the liquid hydrogen cooled baffles, required to Intercept and absorb both 
direct and reflected thermal radiation within the crjmshroud. The location of the 
baffles must be theimally acceptable for all three ”Tank-TPS" spacings (Section 2. 1), 
required during the testing of the customized MLI (Task V). 

3. 2. 1 THERMAL ANALYSIS. An analysis was performed on the radiation inter- 
change and heat transfer inside the lower half of the cryoshroud with the thermal 
payload simulator and insulated cryogenic tank. Two basic radiation interchange 
models were considered. The reflecting node model is a segment of the axially 
symmetric installation with boundary nodes having zero emissivity, Figure 3-4. 

The complete node model, Figure 3-5, includes all the radiative surface areas inside 
the cryoshroud. 

3.2,2 REFLECTING NODE MODEL. The model consists of 19 flat plates and 
represents a l/l5 segment (24°) of the total installation. Since, in actual practice, 
the energy exchange will be symmetrical about the vertical tank axis, reflecting 
nodes (5, 6, 7, 8, 9, 10) with an emissivity, C = 10“^, were placed on the sides of 
th 3 segment section analyzed. The value, €= 10“^, was used because the computer 
will not operate with a zero value. Use of reflecting boundaries reduces the number 
of nodes analyzed from 195 to 19 with a corresponding saving in setup and computer 
time. The cost of computing view factors and Script F values for radiation increases 
approximately as the 2. 5 power of the number of nodes so that minimizing the number 
of nodes is significant. It is noted that the node size has been increased from a 1/16 
segment to a 1/15 segment in order to reduce the maximum possible number of nodes 
in the complete model case to less than 200; a computer program limitation. 

Four geometrical configurations were evaluated, (1) open-to-space, (2) the cryoshroud 
only, (3) the cryoshroud and lower baffle, and (4) the cryoshroud and two baffles. The 
thermal payload simulator in all cases was at its lowest position since this is the 
location where the greatest amount of reflected energy from the shroud/baffle surface 
will occur. The emissivity of the thermal payload simulator (node 1) was ^XPS ” 6* 04 
and the MLI surface on the tank (nodes 2, 3, 4) was frj, 0. 03. The emissivity on the 
shroud (nodes 13, 14, 15) and baffles (nodes 11, 12 and 16, 17, 18, 19) was varied from 
0.85 to 0.96 to simulate different surface coatings. 
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Figure 3-4, Reflecting Node Model of Cryoshroud 
Illustrating Node Numbers 
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Figure 3-5. Complete Node Model of Cryoshroud I 

niustrating Node Numbers | 
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•i. -.3 COMPLIOTIC NODl^ MODEL . There is some uncertainty in the accuracy of the 
thermal mode! using reflecting boundary nodes. The Gebliart technique (Reference 3-1) 
!or delennining Script F assumes diffuse reflection fron\ all surfaces according to the 
Lambert cosine law, whereas specular hcmlsphericid reflection is more representative 
of the actual case, ' 

I'he differences are indeterminate except by generating a complete open model with no 
reflecting nodes. 'I'herefore, for (1) the open-to-space and (2) the cryoshroud with 
lower baffle configurations, a complete model analysis was made, 

'I'he analysis usetl the same basic node sizes, Figure 3-5, as the reflecting model with 
each individual segment being 1/15 of the total installation. The directly trajnsmitted 
and reflected energy from each cmiiving segment to a l/l5 receiving segment was 
computcdjthen the results multiplied by 15 to determine the heat exchange to the entire 
circumferential surface. This technique reduced the number of nodes actually 
analyzed in the complete model configuration. 

3. 2.-1 FINITE NUMERICAL APPROX EM ATION. The node models consist entirely of 
flat plates to simulate the curved surfaces. The modeled flat plate surface areas and 
the actiud cuned surface areas are listed in Table 3-1. The view factors were 
determined by breaking each node into smaller finite elements. The node areas and 
elemental breakdown is listed in Table 3-1. The view factors were computed for the 
cases of a smaller node to a larger node and the calculated reciprocal used for 
intercli.'ingc from large to small nodes. The view factor projection was computed in 
finite 5 sweep angle increments. All node sizes and finite element breakdowns were 
identical in the reflecting md complete node cases, therefore view factors within a 
segment were also identical. View factors from the payload plate to the three tank 
nodes are given in 'I'able 3-1. 

3. 2. 5 Rl-:srL'r S. lleat flow values are plotted in Figure 3-0 for the shroud, - 0.85, 
anil lower baffle, c 0.90, configui’ation for both the reflecting node and complete 
node models. Emissivity of the fixed top and bottom baffles is also 0.96. The 
complete node model for the case where the emissivities are 1.00, open-to-space, is 
also plotted in Figure 3-0. Accurate numerical values of the plotted data are listed in 
'Pable 3-2. There is a difference of almost 60% between the reflect'ng and complete 
node models indicating the reflecting node model is not a suitable representation of 
the actual installation. It is also noted that the heat flow to the shroud and lower 
baffle configuration is within approximately 0%. of the open-to-space case. For 
example, at a TPS surface temperature of 500R and a shroud and baffle emissivity 
of 0. 85 imd 0. 96 respectively, the heat flow from the therranJ payload simulator to the 
ci'yogenic Link is 1. 290 BTU/hr utilizing one baffle between the top baffle and the 
bottom baffle. Using the same temperature for the *'Open-to-Space” case, the 
calculated heat flow is 1.219 BTU/hr, resulting in a difference of 0.077 BTU/hr or 


3-7 


Table 3-i. ^iodel Noac Do.scrijt ion 


N<xlr Description 


Nfida Nijrntxir . 

llefifertlng Mortcl Comniete Model 


SURFACE AREAS SQ.FT. 


Pnylond Hale 

1 

1-15 

1.9130 

T.aiik I'oltom 

2 

16-30 

. 1335 

Tank JUcJ 

3 

31-45 

. 9058 

TarJe Upper 

4 

;c-60 

1.5037 

Ittilecl. Dottom 

5 

N/A 

5.9774 

Uent'Ct. Ilottom 

C 

N/A 

5.9771 

ncOort. Mid 

7 

N/A 

3.0103 

lU-nect, .Mid 

8 

N/A 

3.0153 

HeQcct. Upper 

9 

N/A 

2.0:i.83 

Reflect Upiier 

10 

N/A 

2. 0383 

Jl.iffle Douom 

11 

Cl-75 

1.4110 

name Top 

12 

70-90 

1. 9303 

Shmut Itoltom 

13 

91-105 

2.4R50 

Shroud Mid 

14 

100-120 

1.0994 

Shroud Upper 

15 

121-135 

2.10?3 

ti.afOe Lower 
(Imvcr ourfaco) 

16 

130-150 

1.0081 

n.iiTIo Lower 
(uivor surface) 

17 

151- 1 05 

l.COSl 

Baflle Uf^:er 
(lower surface) 

18 

160-180 

1.7736 

DaCflo Ujper 
(ujiper surf.Tce) 

19 

181-195 
• Divisions 

1.77 36 


Elements 

Name 

^tedeled 

Actual 

1^ roc at 

Dervt.atlon 

18 

P.nyload Hato 

28.695 

28.274 

1.5 

8 

Tack 

39.930 

39,270 

1.7 

18 

Shroud 

96.8095 

98.437 

0.4 

IS 

Baffle, Bottom 

21.210 

.21.931 

3.6 

18 

QaCle. Top 

28.940 

30.6305 

S.5 

IS 

Bafflo Lower 

,24. 1200 

24.464 

1.4 

9 

Daffle Upper 

26. 604 

28.505 

0.2 


VIEW FACTORS 
Nodes 


Hectisg Model 

Complete Model 

VF 

1 — >2 

1 

7-^ 16 

.09128 

' 3 

1 

31 

.01845 

1 ->4 

I 

-> 48 

.01439 



1. Elements* 2 n 2 

2. Finite Elements In a Node 

3. For computing view fftctors 
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HEAT FLOW, BTUAr 











Figure 3-6. 


Heat Flow From Thermal Payload Simulator (Node 1) to CryoEenio 

an • (Nodes 2, 3, 4) vs Thermal Payload Simulator Surface 
Temperature 
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Table 3-2. Heat Transfer From Thermal Payload Simulator to Tank Bottom Hemisphere 

^ X 10"^ 


1 

Configuration 

Model 

C shroud 

c baffle 

Node 
1 -72 

Node 
1 - 73 

Node 

1-74 

Total 
P/L -Tk 

1 1. 

Open to Space 

Complete 

1.00 

1. 00 

1.4230 

5.3513 

0.8165 

7.5908 

1 2. 

Shroud-Lower Baffle 

Complete 

0. 85 

0.9C 

1.452G 

5. 5456 

1.0702 

8.0684 

1 

Shroud- Lower Baffle 

Reflecting 

0. 85 

0.9G 

0. 7147 

3.2417 

1. 1883 

5. 1447 


Q BTU/hr 



Configuration 

Tp/L -- 700 

600 

500 

400 

300 

200 

1 

1. 

Open to 'pace 

3.4958 

1.8869 

0.9099 

0.3726 

0. 1178 

0.0232 

1 

2. 

Shroud-Lower Baffle 

4.9776 

2.6867 

1. 2956 

0.5306 

0. 1678 

0. 0330 

1 

3. 

Shroud- Lower Baffle 

3. 1739 

1.7131 

0.8261 

0.3383 

0. 1070 

0.0211 



Ttps ~ thermal payload simulator temperature (variable) 
TT = tank insulation surface temperature, 50R 
€P/L = payload plate emissivity, 0.04 
tank insulation emissivity, 0.03 


Q --15 a Bij {Tp/L^ - T^k*^) BTU/hr 
15 = number model segments 
c ^ 0. 1713 X 10"^ Stephan-Boltzman 
Bjj - script 3x area 




(tt '-■iitif lu.in.'Wi j 








6. 3%. Additional baffles within this narrow band are not justified or practical for 
such a small and largely indeterminate gain. The combined accuracy of the 
finite element analysis for radiation, the known accuracy of the surface emissivities 
and a/(t and the test measurements are also not considered to be within the G% band. 
It was therefore decided to use only one intermediate baffle between the top baffle and 
the thermal payload simulator. 


m 


3.3 BAFFLE DESIGN AND FABRICATION 

The existing internal baffles which were furnished with the cryoshroud byNASA-LeRC 
were too small to accommodate the 1. 52 m (60 in) diameter test tank. In order to 
enlarge this inside diameter it would have been necessary to remove the baffle surface 
cooling coil, making it impractical to rework these baffles into the design required for 
the test program. Three nev/ annular- shaped liquid hydrogen cooled baffles for 
attachment to the Internal surface of tlie cryoshroud were designed and fabricated. 


3. 3, 1 BAFFLE LOCATION. The first baffle is located at the test tank equatorial 
plane and is rigidly attached to the cryoshroud. It will intercept and prevent thermal 
payload simulator radiant energy from entering into the region of the test tank upper 
hemisphere (Figure S-1). The lower baffle is aligned with the very top surface of the 
thermal payload simulator. This baffle was designed to move as a unit with the TPS. 

It will remain in that relationship at all positions of the thermal payload simulator to 
prevent back surface radiation emission and TPS-MLI interlayer tunneling radiation 
from entering into the tank lower hemisphere region. The intermediate baffle is 
rigidly connected to the lower baffle. It moves with the lower baffle at a distance of 
46. 99 cm (18. 5 in). 

3,3. 2 DESIGN. The fundamental baffle stnicture is a sanOv.'Lch of annular shape whose 
main structural element is a flat, 6061-T-6 aluminum plate, 0.317 cm (0. 125 in) thick. 
The annular aluminum base plate has 6061-T4 alimiinum cooling coils welded to its 
upper surface. Aluminum honeycomb with 0. 318 cm (0. 125 in) cells is bonded with 
APCO 1252 urethane adhesive and additionally bolted to one or both surfaces. This 
configuration was selected to produce good thermal contacts allowing all baffle surfaces 
to attain the same temperature as the cryoshroud walls. The design is presented in 
Figures 3-7, 3-8 and 3-9. 

The bottom surface of the honeycomb on the bottom baffle has a faceplate bonded to it to 
make a sandwich construction for stiffening. Six phenolic blocks are bolted to the 
lower surface of the movable baffle to provide a means of supporting the theiTnal payload 
simulator as well as reducing the load concentration of the baffle positioning mechanism. 
This mechanism allows the lower two baffles to move with respect to the cryoshroud 
and the fixed upper baffle, while still maintaining continuous LH^ cooling. It consists 
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J- Figure 3-8. Baffle Assembly 
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of two cooILnjr tube coils extending around the outside edge of the baffles. One of these 
coils is below the lower two movable baffles and the other coil is between the upper fixed 
baffle jMd the lowcx- two movable baffles (Figures 3-7 mid 3-8). These two coils extend 
and compress like coils in a spring as the two movable baffles are adjusted up and down. 
With this method, there is no high spot in the cooling tubes for vapor entrapment. In 
the same manner, two coils are used between TPb and bottom of the crycshroud to 
provide movement for the TPS. At the upper baffle, the tube is vented up through a 
hole in the cryoshroud upper cover. Eight slotted struts are provided at the outside 
edge of both the single upper fixed baffle and of the two lower movable baffles. These 
position and guide the baffles as they are moved in the shroud. ”U" clamps lock the 
upper baffle in [xisition and prevent the lower baffles from falling out during removal 
of the thermal payload simulator. 

3. 3. 3 ^BRICATION. Prior to fabricating the cryoshroud baffles, a sandwich sample 
consisting of 0. 102 cm (0. 040 in) thick G061 aluminum with 1. 587 cm (0. 625 in) honey- 
comb attached to both sides was immersed in liquid nitrogen for 2 minutes. The 
sample was removed from liquid nitrogen and allowed to return to ambient temperature. 
This test was repeated 19 times for a total of 20 cycles. Twenty additional tests of the * 
same kind were conducted using liquid hydrogen. There was no apparent failure of the 


All base plate sections, tubing and honeycomb materials were cut and chemically 
cleaned. The tubing was provided with an additional 2. 54 cm (1. 0 in) wide aluminum 
base plate to avoid warqDing of the 2. 4 1 m (96 in) O. D. annular baffle base plates. Welds 
of 2. .•)4 cm (1. 0 m) length at 7. 62 cm (3 in) centers were applied on each side of the 
tube to ensure good heat conduction between tubing and base plates. All liquid hydrogen 
tubing was leak checked and repaired as necessary after the welding operation 
Unforeseen distortions of the 0, 102 cm (0.040 in) aluminum baffle base plates were 
encountered during welding of the liquid hydrogen tubing onto the baffle sheet material. 
Since proper bonding of the honeycomb to the base plates could not be assured und^r 
these circumstances, the 0. 102 cm (0.040 in) thick aluminum plate was replaced b/ 

0. 317 cm (0. 125 in) thick plate material. Welding of the tubing to the new baffle sheet 
material was completed without distortions. The honeycomb material type AL-1/8- 
5052-002P-8. 1 perforated, was purchased from HEXCEL Aerospace Company. This 
material was utilized on the lower surface of the upper baffle, on both surfaces of the 
intermediate baffle and on the top surface of the lower baffle (Figure 3-9). The 
honeycomb material on the lower surfaces of the bottom plate was Hexeel Type AL- 
1/8-5052-002 N-8. 1 Non-Perforated. A face plate was bonded to it to make a rigid 
sandwich construction for the movaole baffle. The plate was cut in sections and 
prefitted to blue print dimensions. It v/as then bonded to the baffle base pla"e under 
vacuum pressure for 18 hours utilizing APCO 1252 urethime adhesive. The honey- 
comb was additionally bolted to the plate with 6-32 aluminum bolts to achieve good 
thermal conductance and a better mechanical joint. 
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3.1 BAl-KLE AND THKRMAL PAVI.OAD SIMULATOR POSITIONING MECHANISM 

The thermal porformtmce lest of the cuslomlred multilayer Insulation durinu Task V 

adjusle 1 from 45. 72 cm (18 In) to 15. U cm (0 In). The lower two baffles and the 
he.mal payload simulator are designed to move together; the bottom baffle remaining 
the same plane ns the payload simulator as they are adjusted up and down This Is 

r'lltT n“ nb 'r“"" f ™ Ph-'O-'C •blocks Jted m 

cm n r , t r' ‘'’® P!«^ks on three 2. 51 

FL..e el" .r .'T. through the bottom of the eryoshroud. 

, . ■ , ^ nuts for the jack screws are fabricated from Teflon A 

' 11"!^''"'''"' ‘"i ‘h° 

chain position on the sprocket, very minute adjustments to thermal payload simulator 

eh, in 1., <lt 'tn bj . .small sprocket and hand crank on a shaft that passes through the 
t^r-iuo md Hc"k r" transdueer.'the sprS 

erankm:r::lrilre;“fr^^^^^^^^^ 

Ui'^gTa tneehanism With all details are shoum In Figures :t-lO 

through .!-10. Tim selection of the material for the positioning mechanism parts was 
based on low heat transfer considerations. mmmm p.,rts was 

• I. a Gl ARU TANK DESIGN AND FABRICATION 

in oixler to prevent entry of extraneous heat to the test timk. fluid lines going to the 

« s ank pass through the liquid hydrogen guard tank as shown In Figure 5-1 The 

esi t.ink IS also sHispemled from the guard tank which Is attached to a supoort ring in 
the top cover of the eryoshroud. ^'>uppoiT rms in 

The guard tank was fabricated from 30d CRESmaterial. Its construction (Figures 3-17 

cm (0.(1 in) lm;h cylinder. The material gauge is 0.317 cm (0. 125 in). A heavy 
mounting ring was welded to the top of the guard tank to transfer loads from the te.;t 
Unk to the cia^oshroud structure. Three lugs were welded to the bottom of the tank at 
^ pel picn oi attacliment of the test tank support stnits (Ref. 3-2). 

<r03tTn,‘ttu"' mTcrf^^^^ O. D. . 0. 09 cm 

with ., "U" honr’l H, ^ 7,1 ‘ suard tank. Both of these lines pass 

^ u ^‘-"^‘thiough the guard tank to prevent radiation tunneling and to allow for 
' 7T;- , rrcii;; 7777 "-® fabncL" from l^i 

pass' into the tank Ihrou h lb T'’" B°ln8 Into the test tank 

1 into the ank lluough the vent line. This eliminated .-m electrical puss-thru In 

C lest tank door and an additional line through the guai-d tank. 
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“1, Basic Drawins; 

-3, Nut (3) - Teflon 

-5, Waslrei* (3) - 0.317 cm (0.125 :n.) OOGl TO Aiuniinum 
-7, An^le (12) - 0.317 cm (0.125 in.) 0001 TO .'Vluminum 
-U, Adapter Ring (3) - 0.317 cm (0.125 in) GOGl TG Aluminum 
-•11, Sprocket 

-13, Jackscrew (3) - 1-S NC, 10.01 cm {1C in) Screw 
Thread 2.51 cm (1.0 in) Dia Epoxy Fiberglass 
-15, Guicie (3) - Teflon 

-17, Angle (12) - 0.317 cm (0,125) 0001 TO Aluminum 





Figure 3-10. Thermal Payload Simulator and Crj’oshroud Baffle Positioning Mechanism 


»I0 HOLE ^ *40 HOLE 
“3 NUT 
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1” - 8 NC SCUEVV THREAD 


Figure 3-11. Positioning Screw-Nut 





Required; 3 
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-5 WASHER 

Material; l/8 G061T8 6061T6 
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Alum Sheet 
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Figure 3-12. 

Positioning Screw-Washer . .. 

ORIGINAL PAGE IS 


3-18 OF POOR QUALITVl 


D 

























lj_ 

Ur(,o) 


ITV 



SECT 09 "03 c /0 



CiETMV. -\a support bioc\c 

Stt>,vc. \/\ 

























The electrical harness was fed through a separate tube In the guard tank to provide 
good thermal contact and to assure complete heat removal. Bellows (SS-2000-120- 
85A, Mini- Flex Coip, , Van Nuys, CA) were provided in both the lines between the 
test tank and guard tank for ease of installation and to assure that the loads caused 
by movement of the test tank were not transmitted through these lines, 

3. 6 MODIFIED CRYOSHROUD ASSEMBLY 

Figure 3-19 shows the assembly of the cryoshroud cover including the fill and vent 
lines of the test tank, guard tank, thermal payload simulator, cryoshroud and baffles. 
The assembly of the cryoshroud and baffles with the guard tank, test tank, thermal 
payload simulator and Baffle/TPS positioning mechanism is presented in Figure 3-20. 

3.6.1 M.SEMBL Y . S]^_QIJ^TCE . The assembly sequence of all components was as 
follows; 

1. Mate guard tank to shroud top. 

2. Mate test tank to guard tank/shroud top (tank assembly), (Fig. 3-21 to 3-23). 

3. Leak check tank assembly. 

4. Mate baffles to shroud-side , (Figure 3-24). 

5. Temporarily mate tank assembly to shroud-side, adjust test tank supports, 
unmate tank assembly from shroud-side, 

6. Install MLI on test tank. 

7. Install instrumentation on tank assembly. 

8. Add plumbing to baffle/shroud-side assembly and leak check. 

9. Install instrumentation on baffle/shroud-side assembly, shroud-bottom and 
thermal payload simulator. 

10. Mate TPS to baffle/shroud-side assembly. 

11. Install MLI on bottom of TPS. 

12. Mate shroud-bottom to TPS/baffle/shroud-side assembly (shroud assembly). 

13. Add plumbing to shroud assembly and leak check. 

14. Mate tank assembly to shroud assembly (test assembly). 

15. Place test assembly in chamber and install support legs. 

16. Add test assembly plumbing between test assembly and chamber and leak check. 

17. Install baffle/TPS jack screw assembly, 

18. Install MLI on outside of test assembly. 
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Cryoshroud and Baffle Assembly 






Prior to mount ing the batnos on the cryoshmud. all banie supiwrts were fabrlcatc-d 
and attached to the wall as shown in Tigurc 3-9. The baflle coolitijv coils w'erc 
externally eleimed with Treon solvent, then leak clieekc'd with helimn ;md repaired 
as necessary. 


.As shown in Mgure 3-20, the tank is .supported from the cryoshroud lifting 

sti-ucturc.. This arrangement permitted assembly ;md inst.allation of the cryoshroud 
cover and test tank as a unit. 


1 he cryoshroud assembly support consists of 6 ndcarta and aluminum legs, bolted to 
the ervoshroud and resting on the bottom of the vacuum clmnber. The micarta 
material is used to minimi/e heat transfer. 

Tin-RMAL PAINT RKQUIRi: MICNTS. After assembly, all interior surfaces 
including the ci'yosliroiut, bafnes. imd attachment harthvare viewing the test package 
were completely ci>vered witli 3M 'hN’extel” Black Velvet (3M-t01Cl0) paint to achieve 
the highest emissivity pos.siblc. This paint is designed for surfaces requiring liigh 
emissivitie.s anti low outgassing in a vacuum. 


3. G.3 MLI RIXH ' lRKMrkNTS. ^iultilayer radiation shields were used to thermidly 
protect: 


1. All lines Ixdw'een the test configuration and vacuum chamber wall (10 layers), 

2. rhe cover of the cryoshroud (10 layers). 

3. The guard lank assembly (10 layers). 

1. Tlx' TP.S from the bottom of cryoshroud (10 layci's). 

5. 'Phe TPS to reduce the thennal load on the outer heater band (3 layers). 

1 his insulation w'as attaclicd to tlie inner diameter of the lower baffle 
assembly. 

(>. I he cryoshroud along the side w:ill, top and bottom (30 layers). 

.All shields were att:icheil to the surfaces by taping or the use of \’'elcro fasteners. 

MA ID I TBING. Single ajid double Conoseals were used for flange and tubing 
joints where welding was not feasi})lc or desirable. Single Conoseals were utilized 
foi .‘stainless steel Joints while double Conoseals were appUetl where a bi-metal (i.c. , 

Al ♦ Cres) joint could cause a possible leak. The Conoscals :md Conoseal groove 
it\lonnation were provided by Aeroquip Mamian Corporation. The cryoshroud and 
baflle filling operation was accomplished Ihrougli a single fill line at the bottom p:mel. 
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TANK PRESSURE CONTROL SYSTEMS 

Pressure control devices are required for the test tank and guard tank to maintain a 
constant liquid boiling point. 

4. 1 TEST TANK PRESSURE CONTROL 

The pressure control system shown in Figure 4-1, is used during testing to control the 
back pressure of the liquid hydrogen test tank. The system is designed to maintain the 
test tank pressure within ± 1.38 N/m^ (0. 0002 psi) of the set point. The MKS Baratron, 
Differential Capacitance Manometer, Model 145 AH-1 (±1 mmHg dlff. ) is utilized to 
sense very small positive or negative pressure variations in the test tank relative to a 
constant reference pressure of a fixed volume of gas, maintained at a constant tfirmpera- 
ture. The electrical output of the Baratron transducer is fed to the pressure rejpiiating 
valve, Controller, Dahl Model C601B, which actuates the Hammel-DaM vent valves 
Model A40A located in the test tank vent line, thereby controlling the pressure in the 
cyrogenic tank. A brief description of the major components is given in the follo-wlng 
paragraph. 

1. Capacitance Manometer MKS Baratron No. 145 AH-1, ±1 mm Hg prc«?jure 
differential. The MKS Baratron Type 145A capacitance manometer head is 
a tensioned diaphragm pressure/vacuum gauge designed for performing 
highly accurate measurements of gas pressures. It is mounted inside a 
temperature controlled chamber and attached to a 12000 lb mass block to 
eliminate vibrations. The MKS Baratron Head support plate and 
reference pressure container is shown in Figure 4-2. 

2. Signal Conditioner, MKS Model 170 M-7A. This type of electronic unit 
provides excitation to the Head, and converts the Head output to a proportional 
DC output of ± 10 VDC full scale. 

3. Pressure Indicator, MKS Model 170M-26A. This unit is a 12.7 cm (5 In) 
precision mirror scale meter, readout unit, calibrated directly in pressure 
units. It has a center-zero meter for reading both positive and negative 
pressures. 

4. Balance Digital Offset MKS Model 170 M-29. The instrument monitors minute 
variations about a fixed pressure that has been applied to the Head. 

5. ControUer, Dahl Model C-601B. The CGOIB is a three mode analog cfmtroller 
which permits full time automatic control. It accepts all standard transmitter 
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Figure 4-1. Customized Multilayer Insulation System Back Pressure Control System Schematic 
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Figure 4-2. MKS Baratron Head Mounting and Reference Pressure Container 








and remote set-point signals. Power supply; 105-130 volts, 50/60 Hz, 

33 VA maximum. 

6. Hammel-Daiil Valve, CV = 0.001, A-40A, V810 DGE 42, P4SG8, This is an 
air to open actuator, globe design, 316 S. steel, screwed ends, plain bonnet, 
spline trim, with teflon packing valve positioners and hand jack actuator to 
close. 

7. Hammel-Dahl Valve, CV=0. 01, V810 DGE 42 PWSG8. Same as Spec. No. 6. 

8. TSI Flowmeter. The TSI (Thermo Systems Inc.) flowmeters which measure 
boiloff rates are hot film anemometers. 

a. Model 1352-lA measures flowrates between . 000039 - ,00196 g/sec 
(0.000312-0.0156 Ib/hr) ±2% accuracy, F.S. 

b. Model 1352-2G measures flowmeters between 1. 6-46. 6 mg/sec {0. 013- 
0.37 Ib/hr) ±2% accuracy. Ml scale. 

c. Model 1352-3G measures flowmeters between 16.4-466.2 mg/sec 
(0. 13-3. 7 Ib/hr) ±2% accuracy F. S. 

9. Reference Pressure Container Ice Bath. The reference pressure container 
ice bath (Figure 4-2) consists of a 15, 24 cm (6 in) diameter, 30,48 (12 in) 
long stainless steel vessel containing hydrogen gas. This vessel is mounted 
within the inner vacuum jacketed dewar, 25.40 cm (10 in) diameter and 

45 72 cm (18 in; deep. The assembly is contained within an outer dewar, 

76*. 2 cm (30 in) diameter and 72. 2 cm (30 in) deep. Both dewars are filled 
with ice, covered with foam lids and equipped with tubes to siphon water 
away. The reference pressure vessel is connected with the Baratron Head 
by a 0,318 cm (0.125 in) diameter, 0.081 cm (0.032 in) wall, 244 cm (96 in) 
long stainless steel tube. 

4.2 GUARD TANK PRESSURE CONTROL 

The NBS barostat device is used to control the pressure of the guard tank. The NBS 
barostat was developed by the National Bureau of Standards (NBS), Washington, to 
maintain constant tank back pressure with small variations in vent gas flow rate. The 
barostat has been used successfully at NASA/MSFC and at Convair on a 2. 21 m (87 in) 
diameter test tank thermal test program (Reference 4-1). Convair’ s experience in 
calibration of the unit indicates that pressure control was maintained over a band of 
± 13. 8 N/m^ (±0. 002 psi), provided the flow rate does not change more than 94 cm /sec 

(i0.2scfm). 


4-4 


Fipfui'e 4-3 is a schematic of the NBS barostat. The basic principle of operation of the 
unit is balance between the pressure in the lower cavity and weights suspended from this 
bellows assembly. In order in reach equilibrium, the bellows respond to the pressure 
from the tank and open or close the orifice by moving the ball and phuiger assembly. 
This plunger is spring loaded to prevent damage to the lapped orifice seat when the 
unit closes. The amount of weight placed on the weight platform determines the 
pressure at which the unit will control. The upper bellows section is evacuated to 
provide a constant pressure reference for the controlling bellows that is not affected 
by clianges in atmospheric pressure. As is noted on the drawing, a vacuum pump is 
connected to the barostat outlet port. This is done to ensure a critical pressure ratio 
across the orifice over a wide range of flov/ rates. 

During testing, the guard tank pressure v/ill be maintained at 111. 8 kN/m^ (IG. 2 psia). 
The upper evacuated bellows on the Barostat will be maintained at a pressure of less 
than 13.32 N/m^ (100 microns) during all thermal equilibrium testing. 
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AUXILIARY HARDWARE 


5. 1 FLUID SYSTEM 

Figure 5-1 is an overall schematic of the fluid systems i-equired for the thermal test. 
1'able 5-1 presents each fluid system and the wox’k winch was necessarj^ for the 
performmice of tliis test. 

Table 5-1. Test Apparatus Fluid Systems 



System 

Fabrication Renuirement 

1. 

Test Tank LII 2 Fill 
and Drain 

New installation. 

2. 

Test Tank Vent 

New installation. 

3. 

V'acuum System 

Existed with the exception of a 10 inch diffusion 
fore-pump located between the mechanical pumps 
and the 32 inch diffusion pump. 

4. 

Guard Tank imd TPS 
Cooling 

New installation. 

5. 

Cryoshroud and Baffle 
Cooling 

New installation. 


'i'he systems for the guard tank, payload simulator, cryoshroud, and baffles were 
fabricated imd leak checked before test tank installation. Welding and silver brazing 
was used as the principal means of joining parts of the system. After assembly and 
installation of the test tank a complete section by section leak check was performed. 

To assure adequate performance of the vacuum system during the testing phase, a 
total systems leak check was performed. Several leaks were found :md repaired. 

No leakage could be measured by the mass spectrometer leak detector. 

The fill line for the test tank extends to the bottom of the tank primarily as a safety 
measure. Since the fill line is guarded at LH 2 temperature, there was no need to 
tenriinate the line in the ullage space. In an emergency, the tank may be emptied 
through the fill line by pressurizing the tank, opening the fill valve, and forcing the 
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Fi^re 5-1. Schematic of Test Apparatus and Fluid System 
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lltjuitl b:u‘k UjIo the tJUe tank. 'Hk* fill \ aht> !« loeateti imnu‘(liaU*lv cmlsltk* 

ihi> t luunbiT wall. Tlw* vahe tn ti pniiMn'UonaUv controlknl jilola* valvt* pennltllnu 
nit'lrdnt; i»i the I.IU Mupply tUiring fillUvK 

1 Ih< vtan lim* icnaulmtlcH at the tank (kior. This line is also Kuardeti aiul |x?neirates 
Ha* eluimlwr wail at a level just above the cryoshroiid iHgure S”l). Tin* primary 
lank vent valve that Is uaed durinit filling ami inUial clvilUknut is alsu a jiropt^rtlonally 
etinU’olUHl valve. 

A ladO gallon sui>t>ly kmU in used to fill Mw* teal i;ink and guanl lank with liquid hydrtvgtrn 
and to suindv LH-j How to ihe TPS. enoshroud and l^afOcs. The pressure eoniroUer 
and '»ent valve muituain an a|>j>mxlmate pressure of -U. I UN/m~ tU pslgl in tlm supply 
tank, rhe supply tank Is ailed from tlu? 1000 gallon catch lari; or (mm the Kiooo galhm 
site >^tt»iage lank. Vent How ft*om the shrmid, tinfOea and d'PS Is passed thiarngh the 
rect)vcrv valve Inbi the catch tank. The schematic In Figure 5-1 shows that each Itmk 
and line scftmeiU Is psaviected by a relief valve, 

q he majoHtv of the Inslmmentaibrn tmd switches to cajmiy>l the system comjKwents 
are located In the bltHkltouse localtxl approximately 23.00 m (75 ft) from the vacuum 
ehamlwr. 

5. 2 TFST TANK mCATKU 

An eleeirtcal healer (Figure 5-21 Is used to simulate payload thei'miil input to live test 
t:uvk during the nuil test. I'he heater vvjts desiime<i to plan joe a inxvinmm lw>at flow of 
»fne watt into the lank, i he resistance of this Iteater is h‘ss tluui 10 ohms, fur 
aeeuraev in |K>wa»r moasuremeot and tin* desinibiUty of low current to mintmi/e unknown 
iU healing tn tlk? leads. In urxier to provide a large enougii area to eliminate nucleate 
indlingtst the Iveater surlaee. the heater was fabricated from Nielimm ItiWwn ITJ. I cm 
i r; int long, 0.U051 cm (ti. 002 Inl thick by 0.317 cm (u. 125 in) w ide. Tlte ribUm is 
tnounlcd t»n two pieces ol leiTniiuil IxK'ixi as shown in Figure 5-2. "Hie riblKwi is divUlett 
1 ! to eight segments, it is installed in u pamlloF .series circuit ami has a total re.sista«ee 
id apprvevimalcly onv ohm. 

'! !'.e termiftu! Ixmrd Is mounUxl to tl>e lower end tA the insti-umentatton tree .aa sijowu in 
Figure 5-3. 'rhe trtmsiiion from tlve heater riikion to a minimum Pk-gage ixmer lead 
was made at Ihtr IsjUum of the tank. 
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